BIRTCHEH-BUILT 


PRICE UST DATED 
JANUARY 1, 1954 


PRICE LIST 

THESE PRICES SUBJECT TO CHANGE WITHOUT NOTICE 
TEEMS: %% 10 Bays E.O.M., Net 30 Bays. AH Prioes quoted F.O.B. Factory 


SHORT-WAVE DIATHERMY UNITS 


Cat. No. & 

Telegraph Class Price 

Code Word ITEM Discount Retail 


2 

QC 

Ul 

X 

/ 800 

BANTI 

CRYSTAL BANDMASTER S.W. Diatherm. 
Housed in a one-piece cabinet of cream-white 
enamelled furniture steel, with counter bal¬ 
anced Treatment Arm and No. 804 Triple In¬ 
duction Drum. 


821.00 

t- 

< 

a 

800 

BAMAR 

CRYSTAL. BANBMASTER S.W. Diatherm. 
with counter balanced Treatment Arm and No. 
604-C 9" Disc Induction Treatment Drum. 


780.00 

«< 

Ul 

H 

/ 808 

\ CONEL 

ELECTROSTATIC CONVERTER SET for use 
with Bandmaster to employ conventional Pad 
Applicators. 

“0” 

16.00 

3 

1804 

f TIDUM 

TRIPLE INDUCTION BRUM for use with all 
Crystal Bandmaster S-W Diatherms. Mounts 
on No. 602-C Treatment Arm, which is stan¬ 
dard equipment with the Bandmaster. 

“C” 

63.00 

B AN 

604-C 
^DRUAM 

TREATMENT BRUM HEAD. Exclusively for 
the Crystal Bandmaster. 


25.00 

1 

/ 850 

' KALER 

CHALLENGER S.W\ Diatherm. Housed in a 
gray hammertone baked enamel cabinet. 


525.00 

2 

a t 

Ul 

X 

850 

KACOM 

CHALLENGER S.W. DIATHERM. Complete 
with Sub-Cabinet, Treatment Arm and No. 854 
Adjusable Treatment Drum. 


684.50 

: 

o 

) 

851 

SUCAB 

SUB-CABINET for No. 850 Challenger. Pro¬ 
vides storage space for Accessories. Easily 
movable on large swivel rubber casters. Con¬ 
structed of aluminum alloy with gray hammer- 
tone baked enamel finish. 

“C” 

70.0© 

\ 

Ul ' 

o 

l 

i 853 

COTER 

COUNTERBALANCED TREATMENT ARM 
complete with corner casting. For use on No. 
851 Sub-Cabinet for No. 850 Challenger Short- 
Wave Diatherm. 

“C” 

35.00 

ml 

ml 

< 

[ 854 
ADIND 

ADJUSTABLE DRUM. For use with No. 850 
Challenger S. W. Diatherm. Mounts on No. 853 
Treatment Arm. 

«C” 

59.50 

X 

u 

855 

INDUD 

1 

INDUCTION DRUM. 9" Round conventional 
design. For use with No. 850 Challenger S-W 
Diatherm. Mounts on 853 Treatment Arm. 

“C” 

25.00 



HYDROTHERAPY EQUIPMENT 




350 

VIBAT 

VIBRA-BATH. Includes Power unit; in cream- 
white baked enamel housing; Vibra-Plate and 
Air Flow Tube. 

“B” 

360.00 


371 

BOPLA 

BODY PLATE, 14"x33" for large area treat¬ 
ment of general body. Can be employed in bath 
tub, Hubbard or exercise tank. Moulded flex¬ 
ible plastic. 

“C” 

37.50 


390 

PLEXI 

PLEXIGLASS TANK. Moulded construction, 
One piece—18 Gal. capacity. 

“C” 

87.50 


391 

DRAFI 

DRAIN or FILL KIT. To drain and fill Treat¬ 
ment Tanks: attaches to all standard faucets. 

“C” 

12.50 


393 

MODOL 

MOBILE DOLLY. A steel platform, 4" high. 
Finished in cream-white covered with corru¬ 
gated rubber and mounted on 2 " ball bearing 
casters. 

“C” 

19.50 


393 

KROTA 

CHROME TABLE. Sturdy, chrome finish, 
mounted on 3 " ball bearing casters assuring 
easy mobility. 

“C” 

25.00 


ELECTROSURGICAL UNITS 


Cat. No. & 

Telegraph Class 

Code Word ITEM Discount 

Price 

Retail 

2000 

BIRSU 

“PERSONALLY CERTIFIED” ELECTRO- 
SURGICAL UNIT. Combination tube and spark 1,500.00 

gap machine for all exacting delicate and major 
electrosurgical technics. 

Includes Adjustable Arm, Tubes, Indifferent 

Pad, Tri-pedal Footswitch, 20' three wire 
grounding Line Cord, Sterilizable Control 

Handles, two Cystoscope Cords, three Electro- 
surgical Handles, Fulguration Handle and 

Cord, two Cord Terminal Adapters and 37 
assorted Electrosurgical Electrodes. 

799-H 

ELECT 

ELECTROSURGICAL UNIT, Hospital model. 
Combination tube and spark-gap machine for “B” 
all major and minor electrosurgical technics. 

Housed in gray hammertone enamel finish 
metal cabinet. 

Complete with Tubes, Tri-Pedal Footswitch, 

12 Ft. Line Cord, Indifferent Electrode, Cysto¬ 
scope Attachment Cord, three removable steri¬ 
lizable Control Handles, two sterilizable Surgi¬ 
cal Handles and an assortment of eighteen dif¬ 
ferent Surgical Electrodes. Two year guarantee. 

875.00 

799-P 

ELSUP 

ELECTROSURGICAL UNIT, Portable model. 

Same as 799-H but in black Keratol Case with 
accessory compartment in removable lid. Case “B” 
equipped with locking cover. 

Complete with accessories as 799-H above. 

775.00 

750 

BELED 

BLEND TOME PORTABLE ELECTROSURGI¬ 
CAL UNIT complete in black alligator finish “B” 
carrying case, with lid compartment for acces¬ 
sories. 

295.00 

709 

HYCOG 

HYFRECATOR. Includes same accessories as 
set No. 712 and in addition No. 789 Bi-Active 
Electrode Set. (For discount see No. 712 below.) 

64.50 

712 

HYSET 

HYFRECATOR for desiccation, fulguration and 
electrocoagulation. Includes No. 711 Needle 

Set, No. 716 Desiccation Needle and No. 790 
Footswitch. Provides current also for bi-active 
coagulation. See No. 709 above. 

54.50 


DISCOUNT QUANTITIES 

1 to 3 Class C 

4 to 23 Class B 

24 to 99 Class B Plus 3% of List 

Above discounts apply to Nos. 709 and 712 sets. 


ULTRASONIC 

U-101 

SONAR 

ULTRASONIC UNIT. A proven, dependable, 
unit where accurate time and dosage can be “B” 
measured. Console model in a one piece cabinet 
of cream-white baked enamel furniture steel. 

Complete with Transducer and line cord. 

795.00 

ULTRA-VIOLET 

630-B 

ULVOR 

ULTRA-VIOLET ORIFICIAL GENERATOR for 
use on any make Short-Wave Diathermy. Com- “B” 
plete with Cord, Safety Goggles, three feet of 

Rayon Sleeving and Operating instructions. 

23.50 

622-B 

ULVIT 

QUARTZ BURNER REPLACEMENT UNIT for 

No. 620-B U.V. Generator. Broken burner and “R” 
handle must be sent in for exchange replace¬ 
ment. 

9.50 

625 

SPOUL 

SPOT-QUARTZ ULTRA-VIOLET LAMP com¬ 
plete with 8-foot cord, wall bracket, localizing “B” 
mask and directions for treatment. 

79.50 

626 

GRIOD 

QUARTZ GRID AND REFLECTOR ASSEM¬ 
BLY. Replacement assembly for No. 625 Spot- “C” 
Quartz Lamp. 

25.00 

627 

FILER 

SPOT-QUARTZ U. V. WOOD'S FILTER. Corn¬ 
ing Red Purple Corex A—No. 9863 special filter “C” 
mounted in suitable holder for use with No. 625 
Spot-Quartz Lamp. 

15.00 














